Universal Actuator

BCD Connection to an Agilent 8890 GC

Cable Connections

1. Connect the VICI 8890 BCD cable (I-26476) to the Valco universal actuator and to the port labeled “BCD” on the 8890.

2. Plug in the power cord of the universal actuator.

5. Consult the Agilent 8890 user manual as required to configure valve #7 as a multiposition valve, with Invert BCD set, and a time delay of at least 2 seconds.